Introduction {#Sec1}
============

Electrosurgery creates a by-product known as "surgical smoke" (also referred to as cautery smoke, surgical plume, diathermy plume, smoke plume or plume). This smoke emanates from the surgical cut site creating a potent odour, as well as reducing visibility for the surgeon. It disperses throughout the operating theatre unless some form of evacuation mechanism is in place and there is evidence that it carries hazards related to particulate burden, chemical composition and biological activity.[@CR65]

Understanding of surgical smoke composition can be limited by the restricted size range that ambient particulate measuring devices can characterize, typically having resolutions up to \~ 10 µm. There is also an inability with these devices to readily access analysed particulate for further analysis e.g. SEM/TEM. Depending on the analytical techniques used, surgical smoke has been reported to contain particles of varying size, e.g. cascade impaction (0.2--9.8 µm, 0.1--10 µm),[@CR13],[@CR50] condensation particle counters (0.01--1 µm),[@CR4],[@CR9] and electrical low pressure impactors (0.007--10 µm).[@CR35] Particles outside the ranges of a particular technique cannot be detected and this may skew the reported size distribution in any single study. An approach is thus required to enable particle collection from surgical cutting to facilitate particle sizing as well as morphological, elemental composition and biological activity assessment of the particulate.

Chemicals that are potentially toxic, carcinogenic, neurotoxic and mutagenic (such as acrylamide, acetaldehyde, formaldehyde, benzene, cyclohexanone, toluene, ethylbenzene, and xylene) have been identified in surgical smoke.[@CR1],[@CR14],[@CR23],[@CR29],[@CR31],[@CR39],[@CR62] Inhalation of low levels of surgical smoke in rats has been associated with pathological events, such as emphysema, interstitial pneumonia as well as bronchiolar hypertrophy and hyperplasia. These pathologies are correlated with the duration of smoke exposure and number of consecutive days exposed.[@CR5],[@CR6]

Surgical smoke may possibly serve as a transportation mechanism for harmful biologically active material during surgery (cancerous cells, viruses). This is particularly topical at the present time during the COVID-19 pandemic, when exposure to aerosol is hypothesized to be a mode of transmission for SARS-CoV-2.[@CR10] Aerosol generating procedures, any medical procedure that can induce the production of aerosols of various sizes,[@CR33] have come into focus as infection prevention and control advice is sought after by healthcare workers. Viable cells are contained in non-airborne surgical cutting by-products such as bone dust and chips,[@CR18],[@CR41],[@CR54] but conflicting research exists regarding whether surgical smoke contains viable biological agents. For example viable melanoma cells were demonstrated in plume created by the electrocautery of mouse melanoma cells.[@CR24] However one study found no viable cells in the smoke generated by electrosurgery during tumour dissection[@CR49] and more recently, it was reported that no viable SCC7 mouse cancer cells were identified in smoke generated by either electrosurgery or radiofrequency ablation.[@CR32]

Viable viruses have been identified in surgical smoke which supports the possibility of viral transmission through surgical smoke.[@CR26],[@CR27],[@CR30] Laryngeal papillomas in a surgeon who had administered laser therapy to patients with anogenital condylomas were reported in a study to have been caused by inhaled human papillomavirus virus particles.[@CR30] In another study, intact viral DNA was identified in the plume collected during carbon laser therapy of papillomavirus-infected verrucae[@CR28] and subsequently transmission of disease and infectivity was confirmed by inoculation of the laser plume into the skin of calves.[@CR27]

Surgical smoke is a term commonly associated with electrosurgery and cautery devices. However, airborne by-product can also be generated by ultrasonic aspirators/scalpels, high speed drills, burrs and saws (amongst others). For ultrasonic aspirators, one investigation of the aerosolized by-product showed that no viable cells are liberated during tumour dissection,[@CR49] whereas it was recently reported that ultrasonic scalpels aerosolize viable cells but the study in question involved the cutting of cultured cancer cells rather than bulk tissue.[@CR32] Aerosolized by-product collected from the ultrasonic scalpel of cultured cancer cells were injected subcutaneously into 5-week-old male C3H mice and an increase in tumour prevalence has been observed at 2 weeks.[@CR32] A study investigating vapour from bone cutting instruments added the aerosol from blood containing HIV-1 to MT-2 cells which became HIV-1 positive as a result.[@CR34] The same study observed no HIV-1 infected MT-2 cells from electrocautery of blood containing HIV-1.[@CR34]

Electrosurgical smoke has previously been analysed to study particle production generated during electrosurgery for soft tissues such as muscle, liver and fat.[@CR35] However, the physical characteristics of the particulate generated during bone tissue cutting has never been investigated and any influence that the cutting modality has on particle size is not yet fully understood. Although it has been reported that cell viability is altered if directly subjected to mechanical stimuli and/or exposure to temperature,[@CR15]^--^[@CR17] how the cutting mechanism and temperature governs the viability of cells within aerosolized particles is not yet fully understood .

The objectives of this study are to (1) design a means of capturing smoke/particulate from surgical cutting thus enabling (2) a thorough examination of particulate size, morphology, elemental composition and biological viability and (3) a comparison of different cutting devices and tissues.

Materials and Methods {#Sec2}
=====================

Tissues and Cutting Modalities {#Sec3}
------------------------------

Bovine and porcine bone, and lamb liver samples used in particle sizing experiments were sourced from an abattoir in Middleton, Cork, Ireland. The bovine metatarsal and lamb liver samples for the metabolic activity experiments were obtained fresh on day of slaughter from an abattoir in Athenry, Galway, Ireland. They were stored at 4 °C in phosphate buffer saline (PBS) + 4% anti-mycotic solution until use. The experiments were carried out within 24 h of slaughter and little animal-to-animal variation was observed in the samples. For the SEM/EDX analysis five tissue samples were analysed per cutting condition. For the particle size distribution experiments three tissue samples were analysed per cutting condition. For the metabolic activity and DNA experiments five samples tissue samples were analysed per cutting condition.

Three different cutting modalities were used in this study---monopolar electrosurgery (Neptune E-SEP Pencil, Stryker), ultrasonic cutting with the relevant bone/soft-tissue specific tip (Sonopet Ultrasonic Aspirator, Stryker), and a sagittal saw (RemB handpiece with Microsag Blade, Stryker). The three modalities differ in their mechanism of cutting and were chosen to provide information on the aerosol generated in different surgical procedures. It is important to note that no smoke evacuation was used with the E-SEP electrosurgical pencil or during the other experiments. The electrosurgical power setting of 60 W was chosen as "cut mode" has been reported to be effective between 50 W and 80 W[@CR2] and it sufficiently cut through liver tissue even when eschar fouled the stainless-steel blade electrode. The electrosurgical generator (ConMed System 5000) used had a dynamic response technology in-built, which monitors current and voltage 450,000 times per second and can change in real time (less than 10 ms) to ensure the correct current is applied to the tissue to maintain the selected power level. For ultrasonic cutting, the power setting used was 80% with 50% suction and 18 ml/min irrigation. The sagittal blade speed was controlled by a foot pedal and tissue samples were weighed before and after cutting. The operator of the cutting instruments was an engineer trained in their usage of these instruments by the manufacturers. Cutting was carried out in 5-min periods, with short stoppages (max 10 s) being made when necessary to allow for tip/blade cool down.

Electrostatic Particle Capture and Imaging {#Sec4}
------------------------------------------

### Electrostatic Precipitation {#Sec5}

Electrostatic precipitation is a technique that removes fine particles from a flowing gas using the force of an induced electrostatic charge, it is used in various industrial applications including power generation and incineration facilities to filter exhaust fumes prior to venting to the atmosphere to reduce emissions.[@CR37],[@CR38],[@CR51],[@CR67] In the present study, particles were collected by electrostatic precipitation using a custom-built wire-plate electrode system (Fig. [1](#Fig1){ref-type="fig"}). In the experiments, a high voltage was applied between two parallel rectangular indium-tin-oxide (ITO) conductive coated films onto which particles were collected and grounded copper wires were used as discharge electrodes. These were placed in a 3D printed housing, shown in Fig. [1](#Fig1){ref-type="fig"}, printed using VeroWhitePlus resin (Stratasys) with a Polyjet 3D printer (Stratasys Connex 500), which uses UV cured resins. High voltage between ITO films and wires create an ionised atmosphere (corona discharge) between them. Particles passing through this ionised atmosphere pick up charge and are subject to a transverse electrostatic force that pulls them towards the collection surface. The experimental setup also included a stage for tissue cutting positioned below the particle collection area and a variable speed fan (SilverStone SST-FW121, 12 V DC, speed: 800-2000 rpm, airflow: 0.006-0.015 m^3^ s^−1^) to induce the plume to flow vertically. The control module incorporating a HV power supply is used to set voltage and fan speed with current levels also being monitored. The voltage difference across the ITO films and wires used during experiments was 17.5 kV to ensure particle collection while remaining below the voltage level at which arcing would occur between the ITO films and copper wires.Figure 1Schematic diagram of electrostatic precipitation experimental set up. (a) frame structure fully enclosed with clear Perspex houses the cutting and electrostatic precipitation collection area. The fan is positioned on the top of this structure to draw up the surgical smoke/particulate. (b) Control module for the HV power supply and fan (operated at speed of 2000 rpm and airflow of 0.015 m^3^ s^−1^ for the duration of experiments). Current levels also monitored. (c) Diagram of electrostatic precipitation within the device. Image of the frame structure (d), electrode holder (e) and control module (f).

### Scanning Electron Microscopy and Energy-Dispersive X-ray {#Sec6}

For scanning electron microscopy (SEM) and energy-dispersive X-ray spectroscopy (EDX) analyses, smoke/particulate collected via electrostatic precipitation from bone and liver cutting were mounted to sample stubs using double sided adhesive carbon discs and sputter coated with gold. Sample analysis was then performed using a Hitachi S-4700 SEM (magnification range: from ×30 to ×500, accelerating voltage range: from 0.5 keV to 30 keV, 2.5 nm resolution at 1 kV; 1.5 nm resolution at 15 kV) with EDX at NUI Galway. Images taken using SEM were post-processed using ImageJ software for size analysis and creation of size distributions.

Filtration Particle Capture and Physical/Biochemical Analysis {#Sec7}
-------------------------------------------------------------

### Impingement Filtration System {#Sec8}

Collection of smoke and particulate was carried out using the impingement filtration setup, shown in Fig. [2](#Fig2){ref-type="fig"}, to allow the size distribution of particles to be investigated. A gas washing bottle (Duran™ Essay Drechsel, Fisher Scientific, UK) was connected to a vacuum pump set to a suction pressure of 250 mmHg. Airborne by-products from porcine femurs and lamb livers were aspirated into HPLC grade water for particle distribution analysis (*n* = 3) and into sterile PBS for Alamar Blue assays and DNA quantification (*n* = 5).Figure 2Schematic diagram of impingement filtration experimental set up. Gas washing bottle (a) is connected to a vacuum pump and used to aspirate airborne by-product from the cut site (b) into HPLC grade water or PBS depending on analysis.

### Particle Size Distribution Analysis {#Sec9}

In order to investigate size distribution of particles, samples from the impingement filtration experiments were inputted into a laser diffraction system (Malvern Mastersizer 3000, particle sizing range: 0.01--3500 *μ*m). The Mastersizer was equipped with a small volume Hydro SM wet dispersion unit and HPLC grade water was used as the dispersing medium. Samples were homogenised throughout the measurement using the dispersion unit's in-built stirrer (1500 rpm). Measurements were repeated 10 times and the system's software ensured variability was within ISO limits (ISO 13320: Particle size analysis---Laser diffraction methods).

### Metabolic Activity and DNA Content {#Sec10}

Fresh from slaughter bovine metatarsal bone and lamb livers were used to investigate metabolic activity and DNA content of collected smoke and aerosolized particulate. Cutting was performed on five metatarsal bones and five livers within 24 h of sacrificing of animals. The assays were performed immediately after cutting. Collection of the particulate was carried out using the impingement filtration process (described above) in a sterile laminar flow hood. Fifty millilitres of sterile PBS was used as the collection medium and once surgical smoke had been aspirated, the sample was homogenised and split so that one half of the sample could be analysed using an Alamar Blue assay and the other half could be used for DNA quantification using a Hoescht DNA assay.

After the samples were split, they were centrifuged at 40,000 rpm for 10 mins. Analysing metabolic activity, each sample was reconstituted in PBS and subsequently Alamar Blue dye (Invitrogen) was added (10% Alamar Blue, 90% sample). The samples were then incubated (37 °C, 5% CO~2~) for 4 h after which absorbance was read with a microplate reader (Synergy HT, BioTek) at wavelengths of 570 nm and 600 nm. For DNA analysis, supernatant from samples were removed and samples were resuspended in lysis buffer. Hoescht 33258 (Sigma) working dye solution was prepared by adding 10x Hoescht buffer (6.05 g Tris, 1.85 g Na~2~EDTA & 29.20 g NaCl in dH~2~O) to dH~2~O and 1 mg ml^−1^ Hoescht dye and protected from light. In a black bottom 96-well-plate, working dye solution was added to 20 µl of sample in triplicate. Fluorescence was measured at an emission of 460 nm and excitation of 365 nm was measured with a microplate reader (Synergy HT, BioTek). DNA content was determined by using a standard curve, created using a known amount of purified calf thymus DNA. A student's t-test was used to assess statistical significance of the difference between cutting conditions. All data in this study was processed using Matlab and GraphPad Prism.

Results {#Sec11}
=======

The electrostatic precipitation and the impingement filtration systems were able to collect airborne particles from surgical cutting, see Figs. [3](#Fig3){ref-type="fig"}, [4](#Fig4){ref-type="fig"}, and [5](#Fig5){ref-type="fig"}. This allowed the particulate collected from bone and liver cutting to be imaged, their size distribution and elemental composition determined, and the cellular assays performed.Figure 3(a) Particle range for each cutting condition shown in graph. (b) SEM images of collected particles for each cutting condition. For each cutting condition five tissue samples were used (*n* = 5). Note scale bars are not uniform across all SEM images, but each scale bar is provided within the relevant image.Figure 4EDX spectra of particulate collected using electrostatic precipitation. Shown left are two examples of spectra obtained with boxplots on right describing the elemental composition of all particles analysed during (a) electrosurgery of liver, (b) ultrasonic cutting of liver, (c) sagittal blade cutting of bone and (d) ultrasonic cutting of bone.Figure 5Size distributions by volume (%) of particulate created during electrosurgery of liver, ultrasonic cutting of liver, sagittal saw cutting of bone and ultrasonic cutting of bone. Size distributions are obtained using laser diffraction (Mastersizer 3000). Cutting was carried out on three different samples (*n* = 3) with each device and each plot shows the 3 particle-size distributions. D-values for the above plots are shown in Table [1](#Tab1){ref-type="table"}.

Imaging {#Sec12}
-------

Particles collected using electrostatic precipitation were subjected to SEM analysis. Figure [3](#Fig3){ref-type="fig"} shows SEM images of bone particles from ultrasonic and sagittal saw cutting, and liver particles from ultrasonic cutting (soft-tissue-tip) and electrosurgery. Image analysis of 3965 surgical smoke particles revealed a wide range of particle size, with smallest and largest particles measured being 8.1 and 694.5 *μ*m for bone and 1.4 and 166.1 *μ*m for liver, see Fig. [3](#Fig3){ref-type="fig"}. Bone particulate exhibited a flake-like morphology whereas liver particulate was highly amorphous. Near-spherical particles were sometimes seen in the liver experiments (see Fig. [3](#Fig3){ref-type="fig"}).

Elemental Analysis {#Sec13}
------------------

EDX spectra were obtained for 90 particles (ultrasonic cutting of bone (*n* = 21), sagittal saw cutting of bone (*n* = 20), ultrasonic cutting of liver (*n* = 27) and electrosurgery of liver (*n* = 22)). As expected, the EDX spectra (Fig. [4](#Fig4){ref-type="fig"}) showed carbon and oxygen to be most prominent, with lower varying levels of sodium, magnesium, phosphorus, chlorine, potassium, silicon, calcium, sulfur also being observed. Titanium was noted in one sample, attributed to wear of a tool tip.

Physical Analysis of Filtered Particles {#Sec14}
---------------------------------------

The particles collected by the impingement filtration system were suspended in HPLC grade water and analysed in the Mastersizer particle size analyser. The instrument calculated, using Mie scattering theory, that the refractive index (RI) and the absorption index (AI) of the liver particles (electrosurgery and ultrasonic cutting) were 1.63 and 0.01 respectively. For the bone particles (ultrasonic cutting and sagittal blade) the RI and AI were 1.8 and 0.01 respectively. Figures [5](#Fig5){ref-type="fig"} and [6](#Fig6){ref-type="fig"} shows the size distributions by percentage volume, and size distributions by percentage number, for all cutting conditions. Table [1](#Tab1){ref-type="table"} describes the percentile information for the distribution (D-values) of particles within the samples in Figs. [5](#Fig5){ref-type="fig"} and [6](#Fig6){ref-type="fig"}. The aerosolized mist created by ultrasonic cutting contained larger particles (Volumetric Mass Median Diameter (MMD) was 71.8 µm) than the smoke/plume of the other cutting modalities (\<20 µm). In all cutting experiments, 90% of particles created were ≤ 6.27 µm and 10% of particles were ≤ 1.59 µm.Figure 6Size distributions by number (%) of particulate created during electrosurgery of liver, ultrasonic cutting of liver, sagittal saw cutting of bone and ultrasonic cutting of bone. Size distributions are obtained using laser diffraction (Mastersizer 3000). Cutting was carried out on three different samples (*n* = 3) with each device and each plot shows the 3 particle-size distributions. D-values for the above plots are shown in Table [1](#Tab1){ref-type="table"}.Table 1D-values showing the 10th, 50th and 90th percentile reading for average % volume and % number distributions shown in Figs. [4](#Fig4){ref-type="fig"} and [5](#Fig5){ref-type="fig"}.Cutting conditionVolume (%)Number (%)D(10) (*μ*m)D(50) (*μ*m)D(90) (*μ*m)D(10) (*μ*m)D(50) (*μ*m)D(90) (*μ*m)Electrosurgery liver3.4212.6044.800.600.952.52Ultrasonic liver7.0571.80276.001.111.733.76Ultrasonic bone5.3216.6042.201.592.726.27Sagittal blade bone5.7019.9054.001.472.355.44D(50) is also known as the Mass Median Diameter (MMD)

Biochemical Analysis of Filtered Particles {#Sec15}
------------------------------------------

Directly after cutting, there was a significant difference (*p* ≤ 0.01) in metabolic activity between the particulate from ultrasonic cutting of liver and the particulate from electrosurgery of liver. Ultrasonic cutting of liver showed approximately 7-times higher metabolic activity than that of electrosurgery of liver (Fig. [7](#Fig7){ref-type="fig"}). No metabolic activity was seen in the particulate from sagittal blade cutting or ultrasonic cutting of bone.Figure 7Metabolic activity standardised to µg of DNA. Ultrasonic cutting of liver showed approximately 7-times higher metabolic activity than that of electrosurgery of liver (\*\**p* ≤ 0.01). No metabolic activity was seen in the particulate from sagittal blade cutting or ultrasonic cutting of bone. 5 samples were used per cutting condition (*n* = 5).

Discussion {#Sec16}
==========

In this study we investigated the contents of surgical smoke (electrosurgery) and the airborne particulate generated by other surgical instruments (ultrasonic cutting and bone sawing). We investigated these by-products using a specially designed electrostatic precipitation collection device, which allowed the analysis of physical and biological properties. Using this novel collection technique, we have shown that the particle sizes and morphology varies greatly and depends on the composition of the tissue being cut and the type of cutting modality. The results indicate that the equipment used to measure particle size in previous studies has not been able to see the full range of particle sizes, and this range has been underestimated to date. EDX and biological assays confirm that the particulate from surgical cutting contains biological material and that some cells are viable from liver tissue cut by electrosurgery and ultrasonic cutting. The same assays also show that airborne bone particulates do not contain viable cells.

There are limitations regarding the collection techniques used in this study that require consideration. Firstly, the environment where experimentation was carried out was an idealised laboratory situation and may not reflect a health care professional's surgical environment. The inbuilt smoke evacuation on ESEP pencil was not employed, the instruments were put cutting for (unrealistically long) 5-min periods and airborne particulate was actively drawn into the collection mechanism using suction a few centimetres from the cut site. In operating theatres, local exhaust ventilation (LEV) systems, such as smoke evacuators, unidirectional displacement flow (UDF) or laminar flow, draw particulate *away* from the surgeon. The distance particles can travel in operating theatre conditions is unknown, but large particulates (\>10 µm) have larger terminal falling velocity and inertia, relative to smaller particulate that might be easily carried in weak air streams, which may impact how far they can travel within the operating environment.[@CR36] A different particle distribution might be observed if particulate was collected where a surgeon or theatre staff member would be located. Furthermore, although the time from animal sacrifice to experimentation was minimised,*in-vivo* blood supply may also affect the particulate aerosol generation. Secondly, the operator of the cutting devices was a trained engineer, who cut each sample with as similar and uniform a technique as possible, but pressure applied was not measured and variations in the by-product produced due to operator (i.e. surgeon) variability is unavoidable. However, such variability would exist in surgical practice where monitoring pressure is not commonly implemented. It is important to note in the electrosurgery case, the tissue sample (liver) impedance in this simulated bench testing may differ from the patient whole body impedance encountered in practice. Although the generator (ConMed 5000) used is capable of delivering consistent output power over a range of resistances for the pure cut mode,[@CR12] the delivered energy may not be equivalent to that arising during a real surgery, but may be considered representative at the energy level tested. Furthermore, the study was limited to bone and liver tissue using specific cutting modalities and so the results may not be representative of all tissues or cutting devices. For example, in electrosurgery, monopolar electrodes with different geometries (such as blade, needle, loop and ball) and bipolar instruments will interact differently with tissue. Finally, while it might be expected that the temperature is a direct result of the heating effect, tissue-energy interactions can be complicated for surgical tools, in particular radiofrequency tools, and the mechanisms underlying the particulate generation are not fully understood. Future studies could investigate further the relationship between the energy mechanism and the nature of the particulate generated.

Electrostatic precipitation is widely used to collect aerosol particles. The mobility of a particle is a function of particle size therefore collection efficiency in short transit times can be affected.[@CR40] In this study, the collection efficiency was not quantified as particle precipitation was deemed adequate visually. This type of process also creates the by-product Ozone (O~3~). Our experiments were performed in a well-ventilated lab space and duration closely monitored. The chamber where ionisation and collection occur is relatively small compared to large electrostatic precipitators for the likes of industrial applications. As previous literature has used similar methods to collect and analyse particulate, the effects are assumed to be small if any on the results.[@CR8] For both collection techniques implemented in this study, some particulate may escape naturally away from these inlet areas and not be collected, as for any collection device (during the experiments visual inspection of the aerosol suggested that most entered the collection devices, Figs. [1](#Fig1){ref-type="fig"} and [2](#Fig2){ref-type="fig"}). Our techniques did not allow for investigation of toxic and carcinogenic properties of the airborne by-products. Future studies should investigate whether production of these chemicals is cutting tool and/or tissue dependent.

It is interesting that our results report that the spectrum of particle sizes within surgical smoke has been underestimated to date. In our experimental setup using electrostatic precipitation, particles experience lower non-perpendicular impaction velocities compared to that of an impaction or cyclonic methods of particle separation.[@CR3] Therefore, particles experience less force and a lower probability of deformation upon deposition. Furthermore, our results are in good agreement with previous *in situ* measurements of particle size and fuel soot shape (with light scattering, or with electrostatic collection plus transmission electron microscopy),[@CR8] which suggests morphology is not altered by electrostatic collection methods.

In this study, collected particulate morphology determined via SEM showed amorphous fragments produced in all cutting scenarios with round particles demonstrated in the liver particulate (with electrosurgery and ultrasonic cutting). This is in agreement with previous SEM studies that looked at the effect of electrocautery on animal tissue and human tissue from laparoscopic surgeries,[@CR13] ultrasonic cutting on porcine psoas muscle[@CR65] and electrosurgery on human tissue from breast reduction and knee amputation surgery.[@CR43] Homogenous spheres (≤1 µm) were identified in surgical smoke by a cascade impactor.[@CR13] In this study, we see similar spherical particulate; however, it is generally \~ 25 µm or larger. To our knowledge no previous study has investigated the particulate generated from bone cutting, which we found in this study to contain irregular morphologies but also tended to exhibit flake-like particulate. The smallest and largest particles measured using SEM were 8.1 and 694.5 *μ*m for bone and 1.4 and 166.1 *μ*m for liver.

The EPA (United States Environmental Protection Agency, [www.epa.gov](http://www.epa.gov)) classifies airborne particles according to their aerodynamic diameter: ≤10 *μ*m diameter particles (PM~10~) are inhalable and the coarse fraction (2.5--10 *μ*m) will deposit them in the respiratory tract which are removed by mucociliary clearance.[@CR40] Insoluble fine particulate matter, ≤2.5 *μ*m diameter particles (PM~2.5~), can reach the alveolar region of the lung where clearance occurs through phagocytosis by alveolar macrophages, which may induce inflammatory and pro-thrombotic responses.[@CR55] Medical masks are tested for bacterial filtration efficiency from inside to outside,[@CR47] however medical masks have been shown to be penetrated by particles 9 *μ*m is size and they are susceptible to leakage around the face seal.[@CR25],[@CR52] Surgical N95 respirators and High-Efficiency Particulate Air (HEPA) filters remove particles larger than 0.3 *μ*m and Ultra-Low Particulate Air (ULPA) filters (used in surgical smoke evacuators) remove particles larger than 0.12 *μ*m.[@CR25]

Generally, all airborne particulates are harmful to inhale, and the size only affects the severity. Rats exposed to filtered exhaust surgical smoke (particle size \<0.5 µm) demonstrated pathological effects such as emphysema, interstitial pneumonia, and bronchiolar hypertrophy and hyperplasia. However, in the presence of an ULPA filter, the effects appeared less severe and rat lungs appeared unaffected and similar to control.[@CR5] The present study identified that 90% of particles in surgical smoke are within the PM~10~ classification for all cutting conditions, with electrosurgery of liver having almost 90% of particles under PM~2.5~ classification (2.52 µm, Table [1](#Tab1){ref-type="table"}). Furthermore, for all cutting conditions, 50% of particles fall under PM~2.5~ classification except for ultrasonic cutting of bone which was just above the limit (2.72 µm, Table [1](#Tab1){ref-type="table"}). The sizes of particles identified in this study would suggest that correct implementation of a smoke evacuator equipped with a HEPA or ULPA filter would be able to remove more than 90% of all particulates created. Although shape and morphology of particles was investigated in this study, further studies are required to determine whether these are contributing factors to adverse health.

Electrosurgery on lamb muscle tissue has been shown to produce particles with an upper range of 1 *μ*m.[@CR21] Electrical low pressure impactor (ELPI) analysis of the surgical smoke from electrosurgery on porcine tissues has previously detected particles with an upper range of 10 *μ*m.[@CR35] The larger particle sizes reported in the current study (up to \~ 800 *μ*m for bone and \~ 1000 *μ*m for liver) are outside the upper ranges for size previously reported.[@CR4],[@CR9],[@CR13],[@CR21],[@CR35],[@CR50] This may be due to the fact that the electrostatic precipitation collection technique did not limit the size of particles collected, whereas aerodynamic particle sizers, cascade impactors and ELPIs limit the detectable sizes to within 0.05--30 µm (this is due to the technical challenges presented by measuring particles in low concentrations that have large inertia and gravitational velocities).[@CR40] Laser diffraction has been used in a previous study to analyse surgical smoke from electrosurgery of uterine tissue.[@CR22] The Mastersizer 3000 used in the present study uses laser diffraction and is capable of sizing particles within 0.01--3500 *μ*m, and also continually circulates the sample to avoid sedimentation effects. Size distributions obtained using the Mastersizer 3000 aligned well to the particle sizes seen in the SEM analysis of particulate (Figs. [3](#Fig3){ref-type="fig"}, [5](#Fig5){ref-type="fig"} and [6](#Fig6){ref-type="fig"}).

Here we report for the first time that airborne particulate from surgical cutting contains components of biological cells and these are metabolically active for liver tissue cut by electrosurgery and ultrasonic cutting. We also report that the airborne plumes generated from the mechanical and ultrasonic cutting of bone contained no viable particulate. EDX spectra obtained in this study are comparable to other work that has analysed surgical smoke particles using EDX from electrosurgery on human tissues with carbon, oxygen sodium, chlorine, magnesium, calcium, and potassium all being present.[@CR13],[@CR57] EDX information we obtained from surgical smoke particulate is consistent with structural components of biological cells[@CR61] (rich in carbon and oxygen with also sodium, magnesium, phosphorus, chlorine, potassium, calcium, sulfur) and our metabolic analysis serves to confirm the biological activity of these particulates. Metabolic activity was significantly higher in the ultrasonic cutting of liver than all other cutting scenarios. Ultrasonic cutting of liver also has a larger D(90) value than the other two cutting modalities (Table [1](#Tab1){ref-type="table"}) and this may play a role in metabolic activity as intact cellular material could have been aerosolized. Electrosurgery of liver has a relatively lower metabolic activity level compared to ultrasonic cutting which may be a result of the higher cutting temperature (\> 100 °C)[@CR2],[@CR45] causing instantaneous cell/tissue death.[@CR15] Temperature and tissue type likely play a role in the measured DNA levels within the aerosol by-products. Moreover, mode/energy level changes in any cutting device may alter the temperature of the cutting process and the amount of tissue aerosolied, and thereby affect subsequent metabolic activity and DNA content of the aerosol created.

A previous study investigating the transport of viable cells in surgical smoke performed by cutting cultured cells using an ultrasonic scalpel, electrosurgery and radiofrequency ablation, subsequently found no viable cells in either the electrosurgery or radiofrequency ablation smoke. However, viable cells were identified in all samples collected at a distance of 5 cm from the cut site using the ultrasonic scalpel, whereas at a collection distance of 10 cm for only 2 (of 25) samples contained viable cells.[@CR32] Collected aerosol, generated by ultrasonic cutting of SCC7 mouse cancer cells, was injected subcutaneously into 5-week-old male C3H mice. Within 2 weeks, it was reported that 12 of 20 mice presented with tumour growth.[@CR32] During laparoscopic cholecystectomy, aerosolization of labelled red blood cells showed they implanted near trocar sites and influenced trocar site tumour recurrences.[@CR11] Another study demonstrated tumour development occurred in rats near trocar sites where gas leakage occurs.[@CR63]

Aerosolization during otolaryngologic procedures has become a concern during the current COVID-19 pandemic period. Proximity to the aerodigestive tract in infected patients and instruments may lead to exposure to the virus via droplets, spatter and elevated aerosol concentrations.[@CR48] A cadaver study simulating surgical aerosolization from high speed drilling of the sphenoid rostrum and nasal beak demonstrated considerable aerosol contamination, between 6 and 30 cm away from the nare.[@CR66]

The potential for viable material transport is said to be greater in cooler aerosols than higher temperature aerosols.[@CR32] However, this remains somewhat controversial as few*in-vivo* studies exist on the topic. Electrosurgical devices use a high frequency alternating current, which causes highly localised heating in the tissue near the active electrode[@CR45] that can exceed 100 °C leading to tissue desiccation and eschar formation.[@CR2] A study performing monopolar electrosurgery at 40 W on porcine muscle measured temperature using thermocouples (verified by infrared thermometer) and reported that a peak temperature of 100.1 °C arose at the cutting tip.[@CR60] Another study using monopolar electrosurgery, also at 40 W, on the skin of Yucatan swine measured a peak temperature of 241 °C at the tip by infrared thermal imaging.[@CR44] Bipolar electrosurgery has been reported to produce a peak temperature of 110 °C at the cutting tip, using infrared thermal imaging during laparoscopic dissection in the peritoneal cavity of landrace cross pigs.[@CR58] Electrosurgical devices can be configured to favour coagulation for vessel sealing over tissue vaporization.[@CR7] Future studies should investigate the influence of the energy delivery mode on the physical characteristics of the particulate. Ultrasonic devices induce cavitation in soft tissue using mechanical vibration (\~ 55,000/s) and the heat they produce typically remains below 80 °C (to minimising charring, desiccation and zone of thermal injury) but they can seal blood vessels by protein denaturation.[@CR2],[@CR42] A study of an ultrasonic scalpel used on porcine muscle demonstrated a peak temperature of 71.3 °C at the tip when applied for 15 s.[@CR60] The same study investigated the duration of cutting and power levels of electrosurgery and ultrasonic cutting and reported that peak temperatures increased with higher power setting and duration of cutting (5, 10 and 15 s cutting intervals were tested).[@CR60] Ultrasonic devices for bone applications also rely on mechanical action to cut and bone cutting saws and burrs utilise rotation/oscillation of cutting drill/blade to mechanically abrade the tissue resulting in temperatures \>50 °C. This was shown in a study using infrared imaging of high-speed sawing of ovine metatarsal, which revealed a peak temperature 54.84 °C at the endosteal surface.[@CR17] However, the temperatures reported in these studies may not be directly comparable as they depend on how long the energy duration is and how the procedure is performed.

There is still limited understanding of the constituents of surgical smoke but the health risks associated with the exposure have been acknowledged by many leading organisations such as the Association of periOperative Registered Nurses (AORN), the National Institute for Occupational Safety and Health (NIOSH), the Occupational Safety and Health Administration (OSHA) and the American National Standards Institute (ANSI).[@CR64] Two US states (Rhode Island, Colorado) have already implemented legislation requiring hospitals to adopt policies to capture and neutralize surgical smoke at the site of origin using "smoke evacuation systems" such as smoke evacuators, laser plume evacuators or LEVs, however there is no universal approach for removal of surgical smoke from the operating environment.[@CR46],[@CR53],[@CR59] The NIOSH advise LEV in conjunction with room ventilation such as UDF for surgical smoke removal (<https://www.cdc.gov/niosh>). A study investigating commercially available portable surgical smoke LEV systems found that the highest smoke reduction (99 ± 1%) was observed with maximum suction and a UDF rate of 10,500 m^3^ h^−1^ and with minimum suction and a UDF rate of 7500 m^3^ h^−1^ smoke reduction dropped to 62 ± 12%.[@CR56] AORN surveys report feedback from surgical staff that excessive noise is a deterrent for LEV use for surgical smoke removal.[@CR19],[@CR20]

Conclusions {#Sec17}
===========

Here we report particles that lie outside the size ranges previously reported in literature for surgical smoke and aerosolized surgical cutting by-products. We report that electrosurgical smoke and, even more so, aerosolised particulate from ultrasonic cutting generated during soft tissue (liver) cutting contains metabolically active cells. To our knowledge, we report for the first time that bone saws and ultrasonic cutting do not liberate viable cells from bone. The experiments in this paper present a worst-case scenario of airborne by-production and future work should investigate the propagation of surgical smoke in more realistic (operating theatre) scenarios.
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